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USING AN ELECTRON BEAM PROBE 

By Daniel I. Sebacher and Roy J. Duckett 
Langley Research Center 


SUMMARY 


An electron beam apparatus which permits measurements of free-stream vibra- 
tional and rotational temperatures and density by spectrographic analysis is 
discussed and results of the experiment are presented. The beam was used to 
probe the free stream of an arc-heated hypersonic wind tunnel with a 1.5- 
megawatt power supply. At a tunnel stagnation chamber temperature of about 
5700° K and a pressure of 22 atmospheres the test-section Mach number was about 
12. By using the electron beam to probe this airflow it was found that the 
nitrogen molecules were in rotational equilibrium (rotational temperature of 
155 ^ K) but in vibrational nonequilibrium (vibrational temperature of approxi- 
mately l600^ K) . The equilibrium free-stream temperature was calculated to be 
K. The free-stream density measurement proved to be accurate under field- 
free conditions but^ when the arc coil was energized^ this measurement was found 
to contain a small unevaluated error because of magnetic -field effects on the 
electron beam. The vibrational temperature of the nitrogen molecules in the 
free stream appears to be a function not only of the stagnation temperature but 
also of the amo-unt of arc contaminants present in the stream. 


INTRODUCTION 


The investigation described in this report was undertaken as a part of a 
research program to analyze the hi^ Mach number, high enthalpy air stream pro- 
duced by a 1-foot hypersonic arc tunnel at the Langley Research Center (ref. 1 
and figs. 1 and 2). Since this hypersonic stream (Mach number 12) has a rather 
low test-section density, the electron beam is an extremely useful research 
tool for defining some of the static properties in the test section because it 
has a negligible effect on the flow. The technique for interpreting the meas- 
urements has been previously developed in observations of the aurora borealis 
(ref. 2) and has been applied to a low-density facility by M\intz (ref. 3)- 





In the electron heani technique, a narrow column of electrons (lO to 50 kV) 
is produced hy an electron gun and is passed normal to the flow through the test 
section. (See figs. 5 and 4.) These fast electrons excite a small nTomber of the 
particles making up the flow, and the resulting emission of light from the excited 
particles (fig. 5) is observed spectrographically to determine the vibrational 
and rotational temperatures and the number density of the species observed. 

Although the spectrum- line reversal method has been used successfully for 
similar studies of the vibrational ten 5 )erature in shock tTinnels (ref. 4), the 
use of an independent method to measure any nonequilibrium effect is clearly 
desirable inasmuch as vibrational and rotational relaxations are fundamental in 
the exchange of molecular energy. 

In air, the light observed is dominated by the first negative system of 
Since absolute intensities of the emitted light are difficult to measure, rela- 
tive measurements are used throughout. To determine the vibrational temperature, 
a con^arison was made of the ratios of the relative intensities of the various 
vibrational bands as a function of vibrational temperature. To determine the 
rotational temperature, measurements were obtained of the variation of the 
relative intensities of the rotational lines in a vibrational band as related 
to the rotational quantum number with rotational temperature. To determine the 
number density, the relative intensity of the total light of the first negative 
system was calibrated as a function of density for a given electron beam cur- 
rent. A theoretical description of these measurements is presented. It should 
be remembered that the measurements taken apply only to the nitrogen molecules 
in the air. Since no oxygen bands were observed in the electron beam, the 
measurements do not indicate the condition of the oxygen unless equilibrium 
conditions exist between the two species. A detailed description showing the 



Figure 3 .- Electron gun attached to 
test section of 1-foot hypersonic 
arc tunnel. 



L-64-4718 

Figure 4.U A 12.5“kV electron heam in 
air. p = 70 microns Hg; T = 305° K; 
beam current == 200 pA. 
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negligible effects of secondary electrons^ self -absorption, and flow velocities 
on the electron beam can be found in references 5^ 5^ and 6. An experimental 
measurement of the lifetimes of the first negative bands of (l0“^ sec^ can 

be found in reference 7* 


SYMBOLS 


A 
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Bnm 


B 
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Einstein *s transition probability of spontaneous emission 
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number density 
pressure 

vibrational state sum 
gas constant 

electronic transition moment 
transition moment 

Franck -Condon factor 

internuclear distance 
t empe r atur e ^ ^ 

vibration state or vibrational quantum number 
relative number of oscillators in a quantum level 
wave number 
collision diameter 
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Subscripts 
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electronic 
ground state 
lower state 
upper state 
rotational 
total or stagnation 
free stream 
designates the state 


designates the state 


N2X^S 
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A prime wltli a symTaol Indicates upper state in transition. 

A double prime with a symbol indicates lower state in transition. 
An asterisk with a synibol indicates throat conditions. 

APPARATUS AND PROCEDURE 


A schematic diagram of the electron gun and electrical circuit is shown as 
figure 5* electron gun is shown in cross section as it appeared when 

attached to the bottom of the tunnel test section. The electron emitter is a 
heated tiongsten wire bent into the shape of a sharp "V." Ihe potential differ- 
ence between this cathode and the grounded accelerating anode determines the 
energy of the electrons in the beam. The electrode nearest the cathode is the 
control grid which is usually slightly negative with respect to the cathode. 

The first anode which is adjusted to some intermediate potential between the 
cathode and ground is used to focus the beam. The electron gun is maintained 

at a pressure below 10”5 mm Hg by an auxiliary vacuum system, whereas the pres- 
sure in the tunnel test section through which the beam travels can vary up to 
about 1 mm Hg. The amount of this pressure differential maintained across the 
accelerating anode separating the two regions depends on the size of the pin- 
hole and the pimiping speed of the vacuum system. The electron gun produces a 
well-defined beam up to 500 |iA with energy up to 50 kV in the electrostatic- 
field-free region past the accelerating anode. 

Although the magnetic coll of the arc heater was located about 6 feet from 
the tunnel test section and the electron gun, it was necessary to use a 1-inch- 
thick iron pipe for a magnetic shield (fig. 5)* The gun co^ild be shielded but 
not the beam in the test section, so that a sli^t deflection of the beam 
occurred when the coll was energized. This deflection did not affect the tem- 
perature measurements but did have an effect on the density measurement, as is 
explained subsequently. 

To measure the vibrational tem- 
peratiore, the light emission from the 
excited nitrogen molecules along the 
electron beam path in the test section 
was observed throu^ the quartz window 
by a 2.25-meter spectrograph with a 
30,000-line-per-inch grating. A 
12.5-kV beam was used throu^out the 
experiment since this voltage was 
found to be high enou^ to form a 
virtually ■unattenTiated beam. With 
the entrance and exit slits con5>letely 
opened, the vibrational band inten- 
sities were resolved and measured in 



4500 4000 3500 

Wavelength, angstroms 


Figure 5*- Emission spectrum observed 
from electron beam' In tunnel air- 
stream as measured by direct readout 
attachment on spectrograph. 
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the first order by using the photoelectric readout attachment on the spectro-- 
graph. With this attachment, the portion of the spectrum under study could be 
scanned over a considerable range of speeds by using a 1P28 photomultiplier as 
a sensing element. The 1P28 photomultiplier was selected because of its 
spectral range and the fact that it has a quartz envelope. The output of this 
photomultiplier was fed to a micro-microainmeter whose output was then displayed 
on a strip recorder. A typical scan is shown in figure 5- The solid angle of 
. li^t accepted by the spectrograph was measured in the region of the electron 
beam and was found to have a cross-sectional diameter of l/2 inch so that the 
measurements are actually integrated values over a l/2-inch segment of the 
electron beam located in the center of the test section. Previous pitot-probe 
measurements indicated a \aniform 5 -inch-diameter flow core. The readings talcen 
from the strip recorder had to be corrected for the spectral sensitivity of the 
1P28 photomultiplier in order to obtain proper intensity ratios. 

To measure the rotational temperature, the rotational lines of the vibra- 
tional bands were resolved in the first -order by using a 100-micron entrance 
slit and photographing the spectra with 105a-0 spectrographic plates. A typical 
spectrum showing the rotational structure is given in figure 6. Ten tests were 
necessary to achieve the proper exposure (22 min) for a spectrogram in the 
tunnel because of a 5-iiiinute limit on operating time due to the existing tunnel 
water supply. The plate was calibrated for intensity by use of the 2:1 inten- 
sity ratio between alternate lines. 

To determine the free-stream number density of the nitrogen molecules, the 
light emission of the N 2 bands as a function of density for a constant beam 

current was measured before each test by varying the pressure at constant tem- 
peratures. The intensity of these bands dioring the test gave the free-stream 
density as explained in the analysis. 



L- 64-4719 

Figure 6.- Emission spectrum observed from electron beam as measured with a 2.25-nieter 

spectrograph using 105 a -0 plates. 


METHODS OF ANALYSIS 


VibrationaJL Temperature 

When excited hy an electron heam the first negative system of Uj has 
been proved hy Muntz (ref. 5) "to follow, according to the Franck-Condon prin- 
ciple, the excitation and emission paths given by 
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( 1 ) 


T 4. Excitation 4. o + Emission + o + 

> N2X"^Zg 



The intensity of the emission lines in the rotational -vibrational spectriim 
(ref. 8 ) for the bands under study is given by 


^v * V2" ^v ^ ^^^v ’ ^ 2 '^ ' ^2” 


( 2 ) 


where 







(5) 


is the Einstein spontaneous emission probability. The Franck-Condon factor of 
emission which is proportional, to the transition probability of emission is 
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The number of particles in the v* state is given by 
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is the Einstein transition probability of absorption and 
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( 7 ) 


is the Franck-Condon factor of absorption. Combining these terms in equa- 
tion (2) then gives 



and the intensity ratio of any two bands, such as the (0,l) to the (l^2) first 
negative bands of is given by 
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The intensity ratios ^o,l/^l ,0 2 shown in figure 7. 

To obtain these curves, the relative populations of the vibrational levels of 
N2X^S as a function of temperature^ assuming a Boltzmann distribution, 
are calculated by the following equation: 
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( 12 ) 


Then, by setting y^ = 1 and using 

hv/k = 5336 ° K, which corresponds to the 
natural vibrational frequency of N 2 > 
equation (l2) gives the relative popiila- 
tion y^^.yy^ 

ture for = 0^ 2^ 

absorption probabilities and wavelengths 
used in equation (ll) can be found in 
reference 9* Because of uncertainties 
found in the literature for values of 
emission probabilities^ the ratios 


as a function of tempera- 
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were experimen- 
tally measured. This procedure was 
accomplished by measuring the intensity 
ratios at a known temperature under 
static conditions and then computing the 
emission probability ratio by use of 
equation (ll) . From the curves in fig- 
ure 7 it is seen that the greatest sen- 
sitivity to vibrational temperature is 

between 500^ K and 2500® K when this method is used; very little sensitivity 
can be obtained below 500® K- 


Figure 7*- Vibrational band intensity 
ratio as a function of vibrational 
temperature for negative bands of 
nitrogen as excited by collisions 
with electrons. 


The use of the relative intensities of the vibrational bands in emission 
to measure the vibrational temperature of the unexcited nitrogen molecules in 
the flow is explained by the Franck -Condon principle (refs. 5 and 8). This 
principle indicates that the electron jtimp in the molecules is so fast relative 
to the inter-molecular motion that the internal motion of the molecules does 
not have time to adjust. Consequently, the thermal distribution for electron- 
beam excited nitrogen is that of the N 2 ground state. For this reason the 

relative populations of the vibrational levels of the N 2 ground state and the 
absorption probabilities determine the variation of intensity ratios with tem- 
perature in equation (ll). 

The accuracy of this theoretical analysis is difficult to calculate and 
until an experimental assessment of the error involved is achieved, no estima- 
tion will be attempted by the authors. 

The intensity ratios of these bands (fig- 7) were taken from a direct read- 
out scan (such as that shown in fig. 5) after they were corrected for the spec- 
tral sensitivity of the 1P28 photomultiplier. The intensities are integrated 
values of the complete band. It can be seen from figure 5 that the (0,l) and 
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(1,2) bands of are completely resolved but that the (l,0) bajxd of is 

not resolved from the (0,l) band of N 2 . The li^t emission of the (0,l) band 
of N 2 can be separated from the (l,0) baud of N 2 because of a constant ratio 
between the resolved (0,2) band of N 2 and the (0,l) band of ^ 2 * This con- 
stant ratio is due to the fact that both bands come from the same upper level. 
The relative intensity of the (l,0) band of was therefore found by sub- 

tracting the contribution due to the (0,l) band of N 2 , which was obtained by 
measuring the (0,2) band of N 2 and multiplying this intensity by the ratio of 
the ( 0 , 1 ) band to the (0,2) band of N 2 . 

Measurements taken in the free stream of the tunnel for the intensity 
ratios Io,l/^l,0 ^0,l/^l,2 also shown in figure 7- These measure- 

ments are for various stagnation temperatirres and for electrodes made of two 
different materials - namely, silver and copper. Little or no vibrational- 
temperature change is apparent over the range of stagnation temperat-ures 
measured; however, there appears to be a higher vibrational temperature in the 
free stream when the copper electrodes were used than when the silver electrodes 
were used. The vibrational temperature is approximately 1775^ K with copper 
electrodes and about 1575° K with silver electrodes. It can be seen in figure 7 
that there is a good correlation of temperature for the three bands used. The 
higher vibrational temperature when copper electrodes were used was assumed to 
be due to a greater contamination of electrode materials in the stream. This 
contamination was measured qualitatively by the background continu-um partly 
shown in figure 5 which started at ^000 A and built up at greater wavelengths; 
this is discussed in detail in a subsequent section. The identification of the 
bands in figure 5 was made from the photograph of the spectrum of the electron 
beam in air shown in figure 6. This spectrum was found to be identical with an 
electron beam spectrum of pure nitrogen. The spectrum shows the rotational 
lines of the vibrational bands which were resolved by using a 100-micron 
entrance slit. 


Rotational Temperature 

The intensity of the lines in the rotational structure for low vibrational 
temperature is given (refs. 5 and 8) as 


Byj'(j»+l)hc 

I = C(G)v^(j' + J" + l)e ( 15 ) 

For the R branch of a - ^Z transition, as in the first negative bands of 
N 2 > this equation simplifies to 

B^'(K'+l)hc 

I = P(G)v^'e ^ (ll<-) 
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If logp ^ — !- is plotted against K'(K' + l), the slope of the 

K'(G)v^ 

Bvhc 

strai^t line gives — - — from which the rotational temperat\nre Tj. can he 

hip 

computed. The use of the relative intensities in the rotational structure of 
the emission to measure the rotational temperature of the unexcited nitrogen 
molecules in the flow is also explained hy the Franck-Condon principle. For 
this reason the vibrational constant By used in equations (15) and (l4) is 
for the molecular ground state N2X^ZT''. 

The function (G) in equation (lJ+) is a correction factor and tahiolated 

values of (G)v^ as a function of quantum number and temperature are given in 
reference 5- 


Vftien the vibrational temperatvire is high^ there is a significant excita- 
tion of vibrational levels of N2X^Z other than the V2_" =0 as can be shown 
from equation (12). For the (O^O) band of the transitions from upper 

levels of NgX^S to the v' =0 level of must be accounted for, and 

equation (l^) becomes 


I = Fv 


^(G)K' y~ 


R, 


0,vi" 


„,k2_ -B 

^1 ;kTy 


>0(vi") 


K'(K'+l)h^ 
kT^ 


VL 


(15) 


It was found by use of equation (12) that at the vibrational temperature 
measured in the timnel, the number of molecules occurring in Vj_" = 1, 2, . . . 


was relatively small. It can also be seen from the tables of reference 9 that 
the Franck-Condon factors from these states up to the v' =0 level of 

are quite small so that the error Involved in using equation (it) was reasonable 
(approximately 2 percent) for the purpose of this experiment. The value of 
By II was also foimd to be only slightly dependent on the value for v^" and 


is given by 


By^i. = Be - ae(Vi" + (16) 

For the N2X^B state, Be = 2.01 and Og = O.OI87 (ref. 8). 

Figure 6 shows a typical spectrogram of the rotational structure of the 
emission of air at room temperat\ire when the gas is excited by an electron beam. 
A densitometer trace of the (0,0) band of taken from this spectrum is pre- 

sented in figure 8(a) and shows the rotational structure as a function of 
quantum n\miber; a densitometer trace of the same band taken from a spectrogram 
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of the electron "beam in the tunnel free stream is shown in figure 8(h). A plot 

of log-ir. — y as a function of K*(K’ + l) for the two traces of figure 8 
K»(G)v^ 

is presented in figure 9* 

The temperature computed from the slopes of figure 9 gives a tunnel free- 
stream rotational ten^erature of 155 ^ K and a reference room temperature of 
503 ^ K. The actual room temperature was measured at 302° K and these values 
were computed only to test the accviracy of the method. The average tunnel 
stagnation temperature and pressure during these tests were 3322° K and 18.75 
atmospheres^ respectively. 

The two densitometer traces of figure 8 show the effect of temperature on 
the rotational structure in that the peak intensity of the lines moves to 
hi^er quantum numbers at a higher temperature, ihis can be seen in both the 
P and the R branches. On the basis of repeatability of data^ the error for 
measuring rotational temperatures was estimated to be within ±2 percent. 



K"- 0 2 4 6 8 10 12 14 16 


(a) Static measurements at 502® K. 



K"- 0 2 4 6 8 10 


(t) Tunnel free -stream measurements. 

Figure 8.- Densitometer traces throu^ (0>0) land of first negative system of nitrogen taken 

from 105 a -0 plates for electron beam. 
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K'(K‘ +1) 


Figure 9.- Variation of logiQ f with K'(K' + l) for (0,0) band of nJ to determine 

K’v^(G) 

the rotational ten 5 )erature in tunnel free stream and the accuracy of measuring rotational 
ten^erature with the electron heam. 

Number Density as a Function of Intensity 

The emission intensity from the electron beam as a function of number 
density is given by (ref. 5) 


, 2ng^AjlRT 

Anm 


( 17 ) 


Since most of the li^t due to the electron beam comes from the (0,0) band of 
the first negative system of nitrogen^ the intensity of this band was observed 
as a function of density by means of a spectrograph and direct readout 
attachment . 

In actual practice the intensity was calibrated as a function of density 
by varying the pressure in the tunnel test section at room temperature before 
the test. The intensity during the test was then applied to this curve to 
obtain the stream density. The intensity of the (O^O) band as a function of 



density is found in figure 10 for a 
12 . 5 -kV 'beam; a measurement of inten- 
sity taken during a typical test is 
also plotted on the curve. The meas- 
ured value of air density in the t\mnel 
test section was 2*5 X 10’"'^ slug/cu ft 
and the calculated value with equilih- 
rium flow assumed in the nozzle was 
2.2 X 10“T slug/cu ft- 

It was observed during a test that ■ 
the magnetic field from the arc coil 
deflected the electron beam, and even 
though the electron gun could be 
shielded^ the beam inside the test sec- 
tion could not. The deflection was of 
the order of three-eighths of an inch 
in the center of the test section^ and 
to compensate for any change in the 
intensity the calibration was carried out 
off. It was founds however^ that the arc 
test and the coil current changed as it was heated 
error still existed in the density measurements. 
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Figure 10,- Variation of relative inten- 
sity (photocurrent) with density for a 
12-5-kV electron team in air. 

with the coil energized and the arc 
affected the magnetic field during a 
so that some undetermined 


DISCUSSION 


The electron beam apparatus described in this report has proved useful as a 
research tool for defining some of the static properties of certain types of 
high-enthalpy arc -heated tunnels. The measurements described herein show that^ 
for values of T-^ of about 5522^ K and p-^ of l8.75 atm in the 1-foot tunnel^ 
the rotational temperature is in equilibrium and the vibrational temperature 
diverges from an equilibrium expanding flow in the 10^ conical nozzle. This 
condition is consistent with some theoretical predictions and other measurements 
in which the spectrum-line reversal method was used to obtain vibrational tem- 
perature (ref. ^) . 

For the range of stagnation temperatures used in this experiment, a change 
in vibrational temperature due only to changes in T-^ could not be detected 
because of the small variation in Tt and the limitations due to the error in 
measuring T-t and Tv- As noted previously with reference to figiare 7^ a con- 
sistently higher vibrational temperature of the nitrogen molecules was measured 
when copper electrodes were used than when silver electrodes were used. This 
increase in Tv is believed to be a result of the greater amount of electrode 
contamination in the free stream when copper electrodes were used because copper 
electrodes have been observed to erode faster than silver electrodes and a 
greater background continuiun was found to exist in the free stream when copper 
electrodes were used. 


The background continuum was measured by scanning through the spectrum 
with a 2.25-meter spectrograph and the direct readout. The spectrograph was 
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alined normal to the stream flow and viewed a solid angle of light from the 
incandescent core with a cross-section diameter of about l/2 inch in the center 
of the stream. 

A part of this continuum can be seen in the scan of figure 5* Averaged 
curves of the intensity corrected for spectral sensitivity of the 1P28 photo- 
multiplier are shown in figure 11 as a fraction of wavelength for the copper 
and silver electrodes. The intensity of the backgrorad continuum for the copper 

electrodes is approximately 2^ times that for the silver electrodes and both 

curves appear to have a shape similar to that for black -body radiation. With 

o 

Wien^s displacement law^ the location of the peaks at 5700 A would give a black- 
body temperature of 5085 ^ K. This temperature is of particular interest in that 
the arc temperature for the elements of copper and silver^ which have ionization 
potentials of 7*7 7*6 volts^ respectively^ is 5^00^ K (ref. lO) . One expla- 

nation which appears likely is that the backgrorad continuum is due largely to 
copper or silver incandescent metallic vapor from the arc. Because the amount 
of this contaminant in the stream is greater when copper electrodes are used 
than when silver electrodes are used and because the contaminant is relatively 
hot ( 5085 ^ K)^ the vapor keeps the air molecules at a hi^er energy level than 
they would be normally in an expanding flow. This condition would be particu- 
larly possible near the throat of the nozzle where the density is relatively 
large and many collisions can take place between the air molecules and the mas- 
sive metallic particles. No quantitative relation has been forad between the 
intensities of figure 11 and the amount of contamination in the stream. Crude 
estimates made by measraing the amount of copper eroded during a series of 
tests indicated a contamination level on the order of 0.2 percent by weight for 
these electrodes. 

The li^t emission of the continuum backgrorad could easily be removed 
from the nitrogen bands under study, and no self-emission of these bands was 
observed from the flow. A summary of the aforementioned vibrational- and 



Wavelength, angstroms 

Figure 11.- Intensity of continuum "back- 
ground as a function of wavelength in 
the 1-foot hypersonic arc tunnel as 
measiored with the direct readout of 
the 2. 25 -meter spectrograph. 



Figure 12.- Comparison of typical meas- 
ured vibrational and rotational temper- 
atures with theoretical air expansion 
in a 10° conical nozzle. = 3750 ° K; 

= 19.8 atm. 
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rotational-temperatiore measurements is presented in figure 12. The measured 
vibrational and rotational temperatures divided by the total temperature are 
compared with the theoretical equilibrium curve for the expansion of air in a 
10 ^ conical nozzle at the measured stagnation conditions. 

The vibrational internal energy for air at 1775° K obtained with the har- 
monic oscillator model and a composition of 20 percent oxygen and 80 percent 
nitrogen is approximately 80 Btu/lb. This energy stored in the vibrational 
mode is relatively small compared with the total energy (approximately 
1900 Btu/lb) and^ therefore^ the fact that the vibrational temperature diverges 
from equilibrium should only have minor effects on flow properties. 

No consideration of dissociative nonequilibrium was taken into account. 


CONCLUDING REMAEKS 


In the experiment described in this report^ thermal nonequilibrium effects 
were observed and density was measured in the expanding flow of a 1 -foot hyper- 
sonic arc tunnel at the Langley Research Center. It has been shown that the 
electron beam probe when used with spectrographic techniques is a useful tool 
in measuring these quantities in a hypersonic arc tunnel. 

The results obtained indicate that, while rotational temperature is in 
equilibrium, a definite nitrogen vibrational lag exists in the expanding stream. 
It should be pointed out, however, that although the vibrational temperature 
diverges from eqiiilibrium, it remains much closer to equilibrium during expan- 
sion than predicted by some of the existing theories (AIAA Preprint 65-^39) • 

The existence of arc contaminants at relatively high temperature was also 
observed in the expanding stream, and it appears that these particles may have 
an effect on the nonequilibrium conditions of the flow. 


Langley Research Center, 

National Aeronautics and Space Administration, 
Langley Station, Hampton, Va., August I 7 , 


±96h. 
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^*The aeronautical and space' activities of the United States shall be 
conducted so as to contribute^ s . . to the expansion of human knowl-. 
edge of pf^enornena in, the atmosphere 'and space. The Administration 
shall provide for the widest practicable and appropriate dissemination 
of information concerning its activities and the results thereof” 'y 

' - , . -^National Aeronautics and Space Act of 1958 


NASA SCIENTIFIC AND TECHNICAL PUBLICATIONS 


TECHNICAL REPORTS:^ Scientific and technical information considered 
important, '"complete^ and-^ lasting contribution to existing knowledge. 


-■ .1 


TECHNICAL ; NOTES: Information less broad in scope but nevertheless 

of importance as a cpntribution to existing knowledge. _ ^ 


TECHNICAL' MEMORANDUMS: Information receiving limited r-dist^; 

bution because of preliminary data, security classification, or. other reasons. " 


CONTRACTOR REPORTS: Technical information generated in con- 
nection with a NASA contract or grant and released under NASA auspices. 


TECHNICAL TRANSLATIONS: Information published in a foreign 

language considered to merit NASA distributicm in English. 


TECHNICAL REPRINTS: : Information, d^erived fronj NASA activities, 
and initially published in the, form of journal articles. r 




SPECIAL PUBLICATIONS: ^Information ' derived . from . or of value to 
NASA activities but not necessarily reporting the results of individual 
NASA-programmed scientific efforts. Publications include conference 
proceedings, monographs, data compjy[ations, handbooks, spurcebooks, 
and special bibliographies. ^ ^ 


c . 
^ ■ 


L r 


A 


^fails ort fht avaijdbilify of these publicattohs^may be obtained from: 


SCIENTIFIC AND TECHNICAL INFORMATION DIVISION 


NATIONAL AERONAUTICS AND SPACE ADMINISTRATION 


Wa1hin3tQ.fi, D.C. 2 D 546 
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